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If filter is disabled this section of the code reads the 
raw values from the PT2026 NMR

If NMR PT2026 is locked and filter enabled, then read magnetic field signal every 
one second to give more estability and compare the actual read value with the 
set field

Enables filter to read field from 
NMR-PT2026 every sec

Ckecks if PT2026 NMR is locked before it reads  
the actual field value.


