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	Instructions
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	HOM feedthru is an ultra high vacuum component. Wear talc free latex or Nitrile gloves at all times when handling this component.
	

	
	High bay Leak check area
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	Leak test after cryo cycle [Leak test area]
Perform final leak test per 11141-S-0029 rev.A. 
Select serial number, enter name and date.
Upload the trace file.
Part passed leak test? If it did not pass, generate NCR.

Provide comments if any.


When the leak check is complete, pass the feedthroughs to QC team.
	[[HMFTSN]] <<HMFTSN>>
[[Post_leak_name]] <<SRF>>
[[Post_leak_date]] <<TIMESTAMP>>
[[Post_leak_file]] <<FILEUPLOAD>>
[[Post_leak_pass]] <<YESNO>>
[[Post_leak_comm]] <<COMMENT>>
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